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ABSTRACT 
The microwave-to-terahertz frequency range offers unique opportunities for the sensing of liquids based on the degree of 
molecular orientational and electronic polarization, Debye relaxation due to intermolecular forces between (semi-)polar 
molecules and collective vibrational modes within complex molecules. Methods for the fast dielectric characterization of 
(sub-)nanolitre volumes of mostly aqueous liquids and biological cell suspensions are discussed, with emphasis on lab-
on-chip approaches aimed towards single-cell detection and label-free flow cytometry at microwave-to-terahertz 
frequencies. Among the most promising approaches, photonic crystal defect cavities made from high-resistivity silicon 
are compared with metallic split-ring resonant systems and high quality factor (Q-factor) whispering gallery-type 
resonances in dielectric resonators. Applications range from accurate haemoglobin measurements on nanolitre samples 
to label-free detection of circulating tumor cells. 
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photonic crystal resonators  
 
1. INTRODUCTION  
An important goal of medical diagnostics is the early state detection and monitoring of cancer through the analysis of 
body liquids including urine, saliva and less easily-accessible liquids like the pancreatic fluid. Most of the existing 
diagnostic approaches rely on biochemical detection based on tumor markers, but quite often the tumor markers do not 
express [1]. This leads to a large uncertainty of early-state cancer detection based on blood analysis. Therefore, highly 
invasive biopsy methods still represent the gold standard, although it is well known that circulating tumor cells (CTCs) 
theoretically provide evidence for cancer and even detailed information about the type of cancer [2]. Therefore, label 
free detection and separation of tumor cells within their natural liquid environment, in particular CTCs, is the holy grail 
of cancer diagnostics. Among the possible physical properties which enable distinguishing cancer cells from healthy 
cells, the response of a cell to electromagnetic (EM) waves in principle enables fast detection and separation even in the 
case of extremely small numbers like CTCs. Optical scattering represents the most commonly used method to determine 
cell size and cell inhomogeneity by scattering within standard flow cytometry [3]. There is a natural demand to utilize 
lower frequency bands, and the maturing of microfluidic technology encourages the development and exploration of 
integrated microfluidic devices with EM detection capability over a wider range of frequencies.  
The microwave-to-terahertz range is quite unique for this purpose because of fundamental physical facts: the cell 
membrane relaxation at MHz frequencies makes a cell quite transparent for frequencies above 1 - 5 GHz, which enables 
the determination of the average complex permittivity within an effective medium approach [4]. At the same time, the 
wavelength is still large in comparison to the cell size of 1-30 microns, which diminishes scattering effects and enables 
absorption measurements. Lastly, the high absorption by water - the main constituent of most cells - at microwave-to-
terahertz frequencies and its subtle modifications by proteins and surface water [5] enables highly sensitive detection. As 
such, it provides a complementary view of a given cell to existing techniques, and may become a key element for label 
free diagnosis within a microfluidic device with the strong potential to attain high throughput like in optical flow 
cytometry. 
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1.1 Resonator methods and figure of merit 
EM resonator based measurements represent a powerful tool for achieving the highest possible sensitivity for the 
characterization of small volumes of liquids whose dimensions are comparatively small compared to the relatively long 
wavelength of microwave and terahertz radiation. A high Q-factor and a strong confinement of the electric field within 
the small volume of a microfluidic reservoir containing the liquid under test are the key requirements, but quite often a 
reduction of the resonator volume decreases the Q-factor. Cavity perturbation theory [6] can be employed to define a 
relevant figure of merit, such as the resonant frequency change f normalized to the resonant half-width f1/2 with the 
liquid in place for a given volume Vl, say 1 nl.  This can be expressed as 
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with Ql denoting the loaded Q-factor with the liquid in place, El the average electric field within the microfluidic 
reservoir, W the stored energy of the resonant mode and ’ the real part of the dielectric permittivity. El and W can be 
easily extracted from an eigenmode analysis using EM field simulations, for example using CST Microwave Studio [7]. 
However, eigenmode solvers often have difficulties with lossy dielectrics, therefore Eq. 1 gives just the order of 
magnitude of the sensitivity. The large imaginary part ’’ of the complex permittivity *=’+j’’ of aqueous liquids over 
the entire microwave-to-terahertz range imposes limits on standard cavity perturbation theory: the normalized frequency 
shift according to Eq. 1 and the normalized shift of inverse quality factor QlQl
-1
 (= liquid induced change of resonant 
half-width normalized to the half-width with the liquid in place) can be written as a complex function  of the complex 
permittivity, which in most cases cannot be easily separated into real and imaginary parts, as suggested by standard 
cavity perturbation theory. 
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In spite of this peculiarity which adds some difficulties for performing quantitative measurements of the complex 
permittivity of aqueous liquids in microfluidic reservoirs by cavity perturbation techniques, Eq. 1 allows us to define the 
key design criteria for achieving high measurement sensitivity for small liquid volumes: high Q-factor, strong electric 
field enhancement within the microfluidic reservoir and small resonator volume i.e. small value of the total energy W. It 
is worth noting that for commercial eigenmode solvers the energy W is often fixed (typically 1 Joule), which makes it 
easy to optimize a given structure by aiming for a high electric field strength El within the microfluidic reservoir and the 
highest Q-factor. 
 
2.2: Dielectric resonators vs metallic resonators 
Planar resonators, multiple resonator filter structures and even metamaterials are attractive because of their high electric 
fields within capacitive gaps, like in coplanar waveguides, lumped element LC resonators or split ring resonators [8,9]. 
Microfluidic fabrication technology enables the integration of metal electrodes within microfluidic channels. However, 
the achievable Q-factors of planar resonators are fairly low, in particular when the microfluidic channels are filled with 
an aqueous liquid. Since the loss tangent of water between 10 GHz and 1 THz is about unity, a nearly complete filling of 
the capacitive gap by the liquid kills the resonance. A lower filling factor may be a bad compromise with respect to 
sensitivity. A possible solution to overcome this difficulty is discussed in Section 2.3. For frequencies above about  
10 GHz dielectric resonators represent a suitable choice. In particular, whispering gallery (WG) type modes in 
cylindrical dielectric discs, which are hybrid modes (HE or EH, i.e. with a dominant axial magnetic or electric field 
component, respectively) with high (> 6) azimuthal mode number, allow for very high Q-factors which are only limited 
by losses in the dielectric material [10].  Fig. 1 from our previous work [4] shows a whispering gallery mode resonator of 
low azimuthal index (6) embedded in a semi-open metal shielded cavity. The liquid under test flows through a linear 
channel which intersects the field maxima of the WG resonance in the ceramic dielectric disc placed underneath the 
plastic microfluidic chip. The system allows dielectric measurements on samples of about 1 microlitre volume at typical 
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Q-factors of 4,000, which allows highly accurate measurements of small changes of the complex permittivity of the 
liquid. The microwave ceramics have the additional advantage of a nearly zero temperature dependence of the resonant 
frequency. As an example, accurate haemoglobin concentration measurements have been demonstrated on blood 
samples, from differential resonant frequency measurements of blood serum vs serum plus added red blood cells. It is 
important to note that the membranes of the red blood cells are transparent at the given frequency of approximately  
10 GHz. Due to the low permittivity of haemoglobin - in comparison to water - the measured resonant frequency 
exhibits a linear dependence on the haemoglobin concentration in water, which enables an easy calibration of the system. 
 
  
 
2.3. Millimeter-wave photonic crystal resonators 
In spite of high Q-factors, the sensitivity limitation of WG resonators is determined by the character of the higher order 
mode, which implies large resonator dimensions and, consequently, moderate field enhancement. Moreover, since the 
microfluidic channel is arranged on top of the dielectric disc, the interaction volume comprises a relatively long section 
of the channel, making it unsuited for single cell detection. For frequencies above ca. 100 GHz, the low dielectric loss of 
high resistivity silicon (HRS) make it a more attractive resonator material, with the potential for integrated microfluidic 
channels. As an alternative to WGM resonators, defect modes in two dimensional photonic bandgap structures represent 
a promising alternative, and the micromachining capability of silicon enables microfabrication of complex structures by 
wafer scale processes. Fig. 2 from [11] shows our previous work on HRS 2D photonic bandgap defect resonators for 
dielectric measurement of liquids within a disposable glass capillary, which is inserted through a hole within the 
hexagonal photonic crystal lattice in close vicinity to the maxima of the resonant field. We have demonstrated highly 
accurate dielectric measurements on a variety of liquids, the actual interaction volume is only 4 nl. Apart from high 
sensitivity for small liquid volumes and high liquid-loaded Q-factors of several thousands the additional advantage of the 
use of millimeter-wave frequencies is the fact that the real part of the permittivity of water is only about 10 at 100 GHz 
rather than 70 at about 10 GHz [13]. Since the walls of the microfluidic channels (glass, plastic) are of low permittivity, 
the electromagnetic fields are often expelled from the liquid due to its high permittivity. This leads to significant 
reduction of the electric field in Eq. 1 and to a flattening of the sensitivity of resonant parameters for the observation of 
small changes of the permittivity, for example due to cells or proteins (see Fig. 2). The advanced perturbation approach 
described in [11] takes this effect into account and enables quantitative dielectric measurements on nanolitre samples at 
100 GHz for the first time.  
However, to achieve the ultimate goal of performing dielectric measurements on single cells of a few picolitres in 
volume, the sensitivity still needs to be improved dramatically. Microbeam resonators based on HRS represent a 
promising alternative for mm – and sub-mm wave frequencies for this purpose [12].  
Fig. 1: Ceramic 10 GHz whispering gallery type 
resonator for the measurement of haemoglobin (Hgb) 
content of a serum sample flowing in microfluidic 
channels: resonator-microfluidic assembly (top) and 
resonance curve and fitted resonance frequency for 
different Hgb concentration. The x-axis in the bottom 
right figure represents Hgb measurements by the gold 
standard Hgb technique (from [4]). 
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Fig. 2: 100 GHz HRS photonic crystal resonator with a 100 micron thick quartz capillary in place for liquid 
measurements. The field simulations show the electric field distribution in the vicinity of the capillary. Results of Q-
factor and resonant frequency measurements for a variety of liquids (from [11]). 
 
 
2.2: Coupled split ring – cavity resonators 
Only preliminary results for a frequency at approximately 10 GHz are reported here, the full description of this novel 
approach will be the subject of a dedicated publication [14]. We have demonstrated that the advantages of metallic 
resonators (high electric field, small and controllable interaction volume) and the advantages of metal cavities or 
dielectric resonators (high Q-factors and high temperature stability) can be combined and even enhanced by the 
realization of a coupled resonator system with integrated microfluidics. To demonstrate the enhancement of the 
sensitivity possible with this concept, an equivalent circuit model has been developed (Fig. 3), which is composed of two 
RLC series resonant circuits with inter-resonator coupling by mutual inductance.  Resonator 1 has a Q-factor of several 
thousands and represents a cavity type resonator to be used for measurement of liquid-induced changes of the resonant 
parameters. Resonator 2 represents a split ring resonator (SRR) with a microfluidic channel passing through both air 
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gaps. As a first order approximation, we derived analytical expressions for the resonant frequency r and Q-factor of the 
SRR. 
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In Eq. 3a,b 0 is the resonance frequency of the SRR without liquid, which may be taken from an eigenmode simulation. 
The filling factor  represents the electromagnetic filling factor of the microfluidic channel as a first order 
approximation, which neglects field expelling effects due to the high permittivity of water as discussed before. Note that 
the quality factor Qd only includes dielectric losses due to the liquid and no Ohmic losses from the metal layer of which 
the SRR is made from. As confirmed by simulations, the Q-factor of the SRR with water filled channel is about 5 for our 
chosen geometry, which makes it nearly impossible to measure the resonant parameters directly.  
Fig. 4 shows the results of the simulations qualitatively and explains the achieved amplification of sensitivity.  
 
 
 
Upon filling the channel with water, the resonance of the SRR (blue, full line) moves to the left side of the cavity 
resonance (green, solid line), typically 1-2 GHz below. However, the low Q-factor causes a significant overlap between 
the two resonances, which results in a reduction of the cavity Q-factor. For an optimized set-up the cavity Q-factor with 
water filled channel is about 2,000. A small change of the permittivity of the liquid under test, for example, due to a 
single cell passing through one of the SRR gaps, results in a slight increase of the SRR resonant frequency (blue, dotted 
line). This increases the coupling between the two resonators, resulting in a small Q-factor reduction for the cavity 
resonance (red, dotted line). The numerical analysis of the coupled resonator circuits shows that 1% change in liquid 
permittivity causes more than 2% of relative inverse Q change according to the definition by Eq. 2. This relative effect is 
Fig. 3: Equivalent circuit of a coupled cavity (impedance Z1) – 
SRR resonator (impedance Z2) system employing magnetic 
(mutual inductance) inter-resonator coupling. 
Fig. 4: Principal outcome of an equivalent circuit 
analysis for a coupled cavity–SRR system, 
illustrating the effect of inter-resonator coupling 
between a low Q-factor SRR resonance (blue) and a 
high Q-factor cavity resonance (green, red) (further 
explanation given in text).  
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of the same order as for a cavity which is completely filled with water, but at a Q-factor level of 1,000-2,000 which 
enables highly accurate detection of small changes in the resonant parameters.  
 
 
Conclusion 
Resonator methods have been successfully employed for the dielectric measurement of small volumes of liquids within 
microfluidic channels, reservoirs and capillaries at micro- and millimeter-wave frequencies.  Dielectric resonators and 
photonic bandgap resonators have great advantages over planar resonators due to their high Q-factors, which is 
important to achieve high sensitivity and fast measurement response. Coupled cavity–SRR systems at microwave 
frequencies have demonstrated extremely high sensitivity enabling single cell detection. Combining different frequency 
bands within one microfluidic device will be the way towards the most comprehensive characterization of single cells 
within a high throughput approach as an important step towards a liquid biopsy, enabling minimal invasive early state 
cancer detection and monitoring and personalized cancer therapy. In order to achieve this goal, multidisciplinary 
research and development approaches combining microwave, terahertz and photonic engineering with microfluidic 
technology and biomedical research are essential.  
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Fig. 5: Experimental demonstration of the response of a single 
polystyrene particle passing through one of the SRR gaps inside a 
water filled microfluidic channel. The particle causes a relative Q-
factor change of the cavity resonance of about 2.5%, which is easy 
to detect at a Q level of 1900 [14].  
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